Abstract. A photon counting detector that has been optimized for optical time transfer experiments is presented. The newly developed detector's operational scheme enables us to achieve very high useful data yields exceeding 50% while still maintaining pure single photon operation and wide dynamical range. The photon counting detector was designed and approved for operation also in a space environment. Its construction is extremely rugged and compact. The long-term detection delay stability in the sense of time deviation is excellent-typically 200 fs for averaging times of hours. The change of the detection delay with temperature is typically below 260 fs∕K. Both the detector and its operational scheme might be employed in optical time transfer experiments on single photon signal level. Another attractive application is foreseen in future space missions, where a photon counting device providing subpicosecond timing stability and radiation tolerance is required. 
Introduction
The two-way time transfer is an effective way to synchronize two independent time scales with high precision and accuracy independently on the variations of the interconnecting channel. 1 In our previous work, we have demonstrated electronic circuits for two-way time transfer via a single coaxial cable with picosecond accuracy and precision. 2 The two-way time transfer principle 2 implicates higher repetition rate of operation to effectively monitor the changes of the interconnecting channel. The experiment proved the capability of two-way time transfer technique to maintain picosecond stability over the periods of seconds to days. The systematic errors on the order of units of picoseconds have been achieved. 3 For distances longer than a few kilometers, the optical approach may be considered. The photon counting approach to the signal detection provides several additional key advantages: the reduction of most systematic errors found in commonly used multiphoton detection systems and the capability to operate with ultimately low signals. However, single photon counting detector operation at high repetition rate decreases its temporal resolution. The new operation scheme described in this paper allows us to convert the detector stability into effective high-repetitionrate single photon counting. The repetitive optical signals of an average intensity as low as 1 × 10 −4 photon/pulse may be detected and time tagged with subpicosecond precision and stability. We have designed and tested the optical analogy of the two-way time transfer using a common optical channel.
Our group is also involved in several optical one-way time transfer experiments, 4, 5 where requirements on the detector are different, due to the low repetition rate of the entire experiment and the assumption that optical path is almost unvarying.
Detector Construction
The detector is based on the single photon avalanche diode (SPAD) chip. The detection chip was manufactured using the K14 technology. 6 The K14 SPADs have these basic parameters: active area diameter of 25 to 200 μm breakdown voltage of 29 V, timing resolution better than 20 ps rms, and an acceptable dark count rate. Optional thermoelectrical cooling of the chip may be used to reduce the detector effective dark count rate. Typically, the 200-μm diameter detection chips are housed in a vacuum housing and cooled down to −60.0 AE 0.1°C. Cooling the detection chip down to this temperature is resulting in a reduction of an effective dark count rate by three orders of magnitude. The SPAD detection chip is operated in an active quenching and gating (AQG) circuit, its block scheme is shown in Fig. 1 .
The SPAD detection chip avalanche current buildup is sensed by the comparator (CO), its complementary outputs are formed and level shifted in a pulse forming (PF) circuit. The gating logic is controlled by the flip-flop bistable circuit type D (D). The logical D circuit output is level shifted (LS) to provide the bias control of the SPAD sensor. The detector is activated by the leading edge of the gate signal, and it is deactivated by breakdown occurrence. The avalanche current is quenched as soon as an avalanche buildup is sensed. Then the detector remains deactivated until the next gate signal is received. The comparator CO trigger threshold is fine-tuned by a resistor R, and the SPAD capacitance is compensated by a capacitor C. The circuit is constructed on a multiple-layer printed circuit board of 32 × 50 mm. The matched microstrip lines are used for all signal lines; the comparator and pulse forming circuits are based on broadband (6 GHz) components to ensure low timing jitter and good delay stability. The output signal is generated in a form of a uniform negative pulse with the amplitude of −800 mV and fall times <100 ps. The circuit total power consumption is 1 W. The temperature sensor is installed close to the comparator to enable the device temperature monitoring. The thermoelectrically cooled detection chip with its AQG circuit in ground segment version is built in a housing of 50 × 50 × 130 mm with focusing optics, see Fig. 2 .
The AQG circuit enables us to operate the SPAD chip of 0.5 up to 4 V above its breakdown voltage. The bias above breakdown in a range of 1.8 to 2.2 V is a frequently selected trade-off between dark count rate, detection probability, and timing resolution.
Detector Tests and Results
The detector package based on a thermoelectrically cooled SPAD chip having an active area diameter of 200 μm has been used. The SPAD bias was set to 2.0 V above its breakdown voltage. The resulting detector characteristics are as follows. The effective dark count rate was typically 8000 cps. The photon detection efficiency was estimated on the basis of two measurements: first the responsivity in A∕W of the detection chip was measured for a wavelength range of 500 to 1100 nm. The photon detection probability (PDP) was measured to exceed 40% at 532-nm wavelength. 7 The PDP curve has been plotted on a basis of these two measurements in Fig. 3 . Note that PDP exceeds 40% in a wavelength range spanning from 500 to 800 nm.
The timing characteristic of the detector package was tested in a series of time-correlated photon counting experiments. The picosecond optical pulses were generated using a PicoQuant diode laser which provided optical pulses 90-ps long at a wavelength of 531 nm. The laser was externally triggered at the repetition rate of 10 MHz synchronously to the local time base. The time base was provided by TM-4 GPS timing system. This setup provides an exceptionally low timing jitter of the optical output with respect to a local time scale. This jitter is of the order of 10 ps. The local time scale consists of a 10 MHz clock reference and 1 pps timing pulse. The epochs of the detector output signals were determined using the new picoseconds event timer system built by our group. 8 It provides subpicosecond timing resolution and stability of several femtoseconds. 9 These figures enable us to characterize the timing properties of the photon counting detectors on a subpicosecond level.
The overall timing jitter of the setup was 50 ps rms. Considering the contribution of the remaining parts of the measurement chain, a detection jitter of the photon counting detector of 19 ps was determined. The long-term stability of the detection delay was tested in a similar experiment, which lasted a weekend. The temperature was stable up to AE2 K within this experiment. In Fig. 4 , the precision in the sense of time deviation 10 is plotted. The time deviation values lower than 200 fs for averaging times of hours may be seen.
The dependence of the detection delay on temperature was tested in a similar experiment. The detector package under test was heated by means of a hot air gun. Simultaneously, the built-in temperature sensor was used to monitor the actual temperature of the device. The determined slope is 0.26 ps∕K. 4 Operational Scheme that Enables Us to Achieve Very High Useful Data Yields The timing system employed in our experiments is able to acquire the data at the rate of 500 readings∕s maximum. 8 This value is rather low for a foreseen application-photon counting. Considering the nature of photon counting experiments, usually much higher data acquisition rates are needed. That is why a new experiment setup together with a new technique of data acquisition and processing has been developed and tested.
The new setup is based on the fact that the laser signal source may be operated in much higher repetition rate (10 MHz) and may be operated synchronously to the local time scale with high precision. The photon counting experimental data are processed as modulo period of the laser source (100 ns in our case). The example of the raw photon counting data is plotted in Fig. 5 .
The SPAD is gated synchronously with local time scale at a low repetition rate, 100 Hz in our case. One can see from Fig. 5 that the detection efficiency rising slowly after gate start (about 500 ns). But the timing precision of detection remains unaffected, even total superposition of all detection events give us temporal resolution of 39 ps. In this particular realization, the total number of detection events was 305,000 and the integral value of useful stops after data processing was 162,000. It corresponds with data yield 53%. This value is strongly dependent on background noise, but it is demonstrating the possibility to achieve reasonable data yields on the pure single photon level (the signal strength was below 0.01 ph∕pulse) while maintaining picosecond temporal resolution.
Summary and Discussion
We have developed and tested a photon counting detector optimized for laser time transfer with picosecond precision and accuracy. The detector is extremely rugged and compact. The long-term detection delay stability in the sense of time deviation is excellent-typically 200 fs for averaging times of hours. The change of the detection delay with temperature is typically below 260 fs∕K. The newly developed detector's operational scheme enables us to operate the detector in a gated mode and to achieve very high useful data yields exceeding 50% while still maintaining pure single photon operation and wide dynamical range.
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